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RE: Hospital/Clinical Suggested Cleaning Guidelines vs Consumer/Home Use Cleaning Guidelines 
DATE: May 2026 
 
Dr. Brown’s consumer/home use cleaning instructions include boiling for 5 minutes before first use or cleaning in the 
dishwasher. Because these are not practical for hospital/clinical environments, alternative cleaning guidelines have 
been developed and are included in the attached document. 
 
Dr. Brown’s products (i.e., bottle systems, nipples, nonmetal brushes, Infant-Paced Feeding Valves, Drying Racks, etc.) 
are reusable and not intended to be used as disposable products. 

 
1. Reusable feeding products – 

a. Dr. Brown's Medical Manufacturer Suggested Cleaning Guidelines in Hospital and Clinical Environments 
include recommendations from the Academy of Nutrition and Dietetics for reusable feeding products.*   

 
2. Reusable Drying Racks – 

a. Dr. Brown’s Company, through testing with PDI Sani-Wipes, assures that the ingredients in the wipes will 
not affect the functionality of the product or the integrity of the drying rack.   
 

ALL recommendations provided are intended to serve as guidelines for supporting individual hospital/clinical cleaning 
requirements and/or infection control policies and protocols. 
 
Thank you for allowing us the opportunity to share this information with you. Dr. Brown’s Medical is very proud of 
these products and looks forward to conducting business with you and your facility. 

 
Sincerely, 

 

Sandra J. Aubuchon 
 
Sandra J. Aubuchon 
President, Dr. Brown’s Medical 
Dr. Brown’s Company 
4433 Fyler Ave 
St. Louis, MO  63116 
314.445.3310 
sandi.aubuchon@drbrownsmedical.com 
 

 

* Steele C, Collins E. eds. Infant and Pediatric Feedings: Guidelines for Preparation of Human Milk and Formula 
in Health Care Facilities. 3rd ed Chicago, IL: Academy of Nutrition and Dietetics; (2018). p. 1–248. 
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